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Clean-up Procedure for a Spill Inside a Biosafety Cabinet (BSC) 

• Leave BSC on to filter air 

• Cover spill with absorbent 

• Carefully pour effective disinfectant (such as 10% bleach solution) onto absorbent 
starting at the outside edge and moving toward the center 

• Wipe all reachable surfaces with disinfectant 

• Flood catch basin if contaminated (close drain valve!) 

• Allow 20 minute contact time; rinse surfaces if bleach used 

• Wipe objects within BSC with disinfectant before removal 

• Autoclave if possible, including gloves, lab coat and contaminated towels 

• Allow BSC to run for 10 minutes before resuming work 


